We provide an open-source software pipeline, which we call ms-diaL, for dia-based identification and quantification of small molecules by mass spectral deconvolution. for a reversed-phase Lc-ms/ms analysis of nine algal strains, ms-diaL using an enriched Lipidblast library identified 1,023 lipid compounds, highlighting the chemotaxonomic relationships between the algal strains.
compound annotations in metabolomics rely on overall match scores between experimental and library spectra. In addition, schemes for FDR calculation by validated decoy techniques do not exist in metabolomics 4 . Therefore, DIA MS/MS spectra must be purified from fragment ions of coeluting compounds and from noise ions in order for metabolomic annotations to achieve high overall library-matching scores.
A solution to this problem is mathematical deconvolution of fragment ions to extract original spectra and to reassociate the precursor-fragment links. Nikolskiy et al. 5 reported such a deconvolution approach, but their program, decoMS2, requires two different collision energies, low (usually 0 V) and high, in each precursor range to solve the mathematical equations. Interestingly, automatic mass spectral deconvolution and identification systems are routine today in gas chromatography coupled to mass spectrometry (GC-MS) 6, 7 . DIA-type mass fragmentation schemes are the norm in hard electron-ionization GC-MS in contrast to soft electrospray-ionization LC-MS/MS. Analogous to these successful GC-MS data processing systems, we have developed the Mass Spectrometry-Data Independent AnaLysis software (MS-DIAL) that implements a new deconvolution algorithm for DIA data sets. It is a data-processing pipeline for untargeted metabolomics applicable to either data-independent or precursor-dependent MS/MS fragmentation methods.
In MS-DIAL, the raw vendor-format data or the common mzML data are first converted into the Analysis Base File (ABF) format for rapid data retrieval 8 (Fig. 1a) . Then, precursor-ion peaks are efficiently spotted (hereafter 'peak spotting') by exploring two continuous data axes: retention time (Rt) and accurate mass (m/z). Each spot represents a detected peak (Fig. 1b) , and our MS 2 Dec algorithm is applied to each spot to deconvolute spectra in the respective precursor-ion range. The MS 2 Dec algorithm first extracts the product spectra for each precursor peak on all MS/MS chromatograms (the raw chromatograms are shown in regular lines in Fig. 1c ) to recover the precursor-product links as a result of deconvolution, which is itself based on its established GC-MS counterpart 6 with substantial modifications based on accurate mass information instead of nominal masses. This enables the analyses of large-scale DIA data sets. MS 2 Dec uses the least-squares optimization to extract 'model peaks' (see Online Methods) in MS/MS chromatograms (the reconstructed model chromatograms are shown as thick lines in Fig. 1c) . Finally, the pure MS/MS spectrum is determined by the peak heights of reconstructed chromatograms, thus removing the background noise and extracting the spectrum out of coeluted metabolites (Fig. 1c) . Compound identification is achieved through analyses ms-diaL: data-independent ms/ms deconvolution for comprehensive metabolome analysis
Precursor-or data-independent MS/MS acquisition methods in LC-MS/MS for the untargeted analyses of biomolecules 1,2 have recently received considerable attention. In contrast to traditional data-dependent MS/MS acquisitions, DIA methods can obtain all fragment ions for all precursors simultaneously, thereby increasing the coverage of observable molecules and reducing the identification of false negatives. The difficulty with this approach, however, is the contamination of MS/MS spectra due to its wider isolation window (10-25 Da or more) for precursor-ion selection. Moreover, the DIA process dissociates the link between precursors and their fragment ions, compromising the molecular identification process.
In the field of proteomics, the OpenSWATH software has partly addressed these problems 2 . After extraction of product-ion chromatograms for the corresponding precursor range, chromatogram peaks are grouped, scored and statistically assessed on the basis of false-discovery rate (FDR) in the mProphet algorithm 3 . Unfortunately, this approach is not directly applicable to metabolomics. Whereas spectral similarity in shotgun proteomics is probabilistically estimated by presence or absence of peak groups, of retention time, mass accuracy, isotope ratio along with MS/MS similarity matching to libraries from publicly available databases (such as MassBank 9 and LipidBlast 10 ) ( Fig. 1d) . MS-DIAL also implements additional functions required for untargeted metabolomics such as peak alignment, filtering and missing-value interpolation (Online Methods).
MS-DIAL is available on Windows (.NET Framework 4.0 or later; RAM: 4.0 GB or more), and the program is downloadable at the PRIMe (http://prime.psc.riken.jp/) website and as Supplementary Software. It supports mzML and major MS vendor formats including those of Agilent Technologies (.D), AB Sciex (.Wiff), Thermo Fisher Scientific (.RAW), Bruker Daltonics (.D), and Waters (.RAW). The program is intended for large-scale analyses such as cohort studies; it accesses raw data sequentially and keeps only their peak information in memory. The actual processing time for an average 600 MB per assay file in our study was less than 1.2 min with an Intel Core i7-4700MQ CPU (2.4 GHz) with 8 GB RAM in Windows 8.1.
Here we used sequential window acquisition of all theoretical mass spectra (SWATH) acquisition as the DIA approach and compared the results to those from traditional data-dependent acquisition (DDA) for validation. We first showcased our MS 2 Dec deconvolution approach with a human plasma sample separated by hydrophilic interaction chromatography (HILIC; Fig. 2 and Online Methods). Two metabolites, metoclopramide and norcocaine, exhibited only a 1.8-s difference in their elution times (at 2.95 and 2.98 min, respectively) and fell within the same 25-Da window of the SWATH acquisition. Although the unique mass spectrum and abundance of metoclopramide could be marginally confirmed in the raw MS/MS spectrum (similarity score 0.72), the spectrum of norcocaine was thoroughly masked under the peaks from metoclopramide (similarity score 0.48) when mass spectral deconvolution was not applied. In this study, the similarity score was calculated by the dot-product scoring method (see Online Methods). MS-DIAL extracted the pure MS/MS spectrum of norcocaine (similarity score 0.80), although contamination of higher-mass peaks (for example, m/z 227) was not completely suppressed. The similarity score of metoclopramide was also improved to 0.86 by deconvolution. Further examples for other metabolites are available in Supplementary Figure 1 .
We next performed a lipidomic analysis of nine algal species using the LipidBlast library for searching 10 . Prior to the analysis, the library was thoroughly extended to cover major plant and algal lipids such as monogalactosyl, digalactosyl and sulfoquinovosyl diacylglycerols (MGDG, DGDG and SQDG, respectively) and diacylglyceryl trimethyl homoserine (DGTS) ( Supplementary Table 1 and Online Methods). Moreover, to improve identification accuracies, we predicted the retention times for all molecules in LipidBlast specifically for our chromatography method by partial least-squares regression (PLS-R) 11 on their PaDEL 12 molecular descriptors (Online Methods). Predicted retention times exhibited a standard deviation (s.d.) of 0.14 min when compared to retention times of lipid standards, which was almost equivalent to the regressed s.d. of the experimentally measured dataset ( Fig. 3a and Supplementary Data 1) .
We first tested the overall effect of using MS/MS deconvolution on spectral accuracy for lipid profiling at a 10-ms accumulation time. Indeed, spectral similarity scores were substantially improved by mass spectral deconvolution in comparison to the Isolation window for precursor ion selections figure 1 | Main workflow of the MS-DIAL program. (a) MS vendor format or mzML data is converted to the ABF binary format for rapid data retrieval. (b) Peak spotting (two-dimensional peak detection, see main text) is performed to determine precursor ions for MS/MS spectra. The detected precursor ions are described as spots. The blue background shows the isolation window of precursor ions. Each focused spot is subjected to deconvolution. Rt, retention time (c) The MS 2 Dec deconvolution process includes chromatogram extractions (left, regular lines), model peak constructions (left, bold lines), and mass spectrum reconstructions (right). (d) The MSP format is used for matching experimental mass spectra against mass spectral libraries such as MassBank or LipidBlast. Compounds are identified by analyzing the weighted similarity score of retention time, accurate mass, isotope ratio and MS/MS spectra. npg 2341 is most probably C. minutissima. Moreover, our method led to the detection of lipids that had not been identified previously, such as 18:5 PUFA in C. reinhardtii, N. oculata and Pleurochrysis carterae, odd-chain lipids in all nine algal species and DGTS lipids in E. gracilis, Dunaliella salina and N. oculata ( Supplementary  Fig. 6 ). All major lipid classes previously reported [13] [14] [15] [16] were identified in our single experiment.
In summary, MS-DIAL resolves entangled MS/MS spectra in SWATH acquisition by a two-step process: precursor-peak spotting followed by MS/MS-level deconvolution. With this software, data-independent MS/MS acquisitions can provide high efficacy and accuracy for metabolome coverage and help address a major bottleneck in metabolomics: compound identification and annotation 17 . It is important to note that, unlike any other software to date, MS-DIAL combines information from four sources (accurate mass, isotope ratios, retention-time prediction and MS/MS fragment matching), exceeding the two orthogonal parameters required by the Metabolomics Standards Initiative 18 . A more rationalized confidence score for each parameter setting and their combination will need to be explored in detail for a variety of matrices 19 .
Because DIA MS/MS information potentially includes all detectable ions, such data sets allow analyses a posteriori and alleviate the cost to reanalyze the same samples with different precursor selections. Although we focused on compound raw centroid spectra generated using a 21-Da isolation window, and approached the quality of the 1-Da isolation window spectra in targeted acquisitions (data-dependent acquisition, DDA) ( Fig. 3b) . Importantly, the SWATH acquisition with MS-DIAL covered a larger number of phospho-and glycolipids in both positive and negative ionization modes compared to the DDA mode ( Fig. 3c and Supplementary Table 2 ). The only exception was SQDG lipids, whose identification scores worsened because of the low abundance of its characteristic peak (m/z 225) ( Supplementary Fig. 2 ). When we reanalyzed the same sample of Chlamydomonas reinhardtii under 30-ms accumulation time and a 65-Da isolation window, the number of identified lipids was notably increased not only for SQDG but also for all other lipid classes ( Fig. 3c and Supplementary Table 3 ). Even for this wide isolation window, the deconvoluted MS/MS spectra kept >90% similarities against the targeted spectra except for SQDG (14:0/16:0) ( Supplementary Figs. 2 and 3) . This result implies that a wider SWATH window appears preferable for lipid profiling in negative mode, while the precursor-isolation windows and accumulation times may need further optimization. Overall, a total of 1,023 lipids were identified, of which SWATH acquisition covered >90% ( Fig. 3c ) and yielded 310 additional lipids that were not detected using the data-dependent MS/MS acquisition (Supplementary Data 2 and 3).
We conducted hierarchical clustering analysis (HCA) on the lipidomic profile of all 1,023 distinct lipid molecules from the nine algal species to define their overall similarities (Online Methods). The clustering result was in full concordance with the commonly accepted phylogenetic tree (Fig. 3d) . The nine investigated species were found to clearly cluster, and the analysis could distinguish between the five plantae, three chromista and one protozoan species. Plantae species contained mainly 16-or 18-carbon fatty acids, whereas protozoa and chromista were comprised of very-long-chain fatty acids (>18 carbons). Among plantae, Chlamydomonas and Dunaliella (chlorophyceae) contained DGTS, whereas the two Chlorella species (trebouxiophyceae) and UTEX 2341 did not. Very-long-chain polyunsaturated fatty acids (PUFAs) of 20 carbons or more, such as eicosapentanoic or docosahexanoic acid, were mostly identified in Nannochloropsis oculata and Euglena gracilis. In addition, the total quantity of DGTS and phosphatidic acids (PA) were highly characteristic to these species (Supplementary Figs. 4 and 5) . Note that we used the culture collection identification for the green alga strain UTEX 2341 (from The Culture Collection of Algae at The University of Texas at Austin), since its identity as either Chlorella minutissima (original classification) or a Nannochloropsis species is controversial 13, 14 . Interestingly, our chemotaxonomy suggested that UTEX figure 2 | A deconvolution example using SWATH acquisition with HILIC positive ion mode. Two pharmaceutical agents, metoclopramide and norcocaine, were detected in untargeted metabolomics screens and coeluted within a 1.8-s peak top difference. The MS/MS ion traces with respect to these two metabolites are also shown in the top right panel of the precursor-ion traces. The middle panels show raw MS/MS spectra of metoclopramide (left) and norcocaine (right), respectively. The spectrum of metoclopramide dominates and masks that of norcocaine, making detection of the latter highly difficult. The bottom panels show the deconvoluted MS/MS spectrum and spectra matching results of metoclopramide (left) and norcocaine (right), yielding dot-product scores of 0.80 and 0.86, respectively. npg brief communications identification instead of quantitation, the MS-DIAL software also supports normalization methods required for specific needs in quantitative projects. In addition, MS-DIAL can be used with other DIA methods such as All-Ions MS/MS, MSc 2 and all-ion fragmentation 20 . The accuracy of deconvolution results, however, will depend on data acquisition scan speed and parameter settings such as scan width, overall sensitivity and data accumulation types. While SWATH data acquisition fits well with our deconvolution method, MS-DIAL also supports flexible precursor-mass windows from low to high m/z. Our algorithm could also benefit the proteomics community, where true mass spectral deconvolution has not been commonly used for peptide identification.
methods
Methods and any associated references are available in the online version of the paper. npg onLine methods Peak detection. Smoothing. The peak detection algorithm starts with a smoothing method with respect to retention time and accurate mass. The MS-DIAL program utilizes the linearly weighted smoothing average 21 , which is simple and robust (Supplementary Note equation (1)). The software also supports several other smoothing methods: moving average 21 , Savitzky-Golay 21 and binomial filter 22 .
Peak detection. The basic concept of the peak detection algorithm consists of differential calculus and noise estimations (Supplementary Fig. 7) . After the smoothing for retention time (against extracted ion chromatogram) or accurate mass (against mass chromatogram), peak detection is performed 8 . To evaluate noise, the program determines three threshold values automatically: (1) the maximum amplitude differences between two adjacent points, (2) the maxima of the first derivatives and (3) the maxima of the second derivatives in a chromatogram. The derivatives are calculated by five-point approximations (Supplementary Note equations (2) and (3)). From only the values below 5% of each maximum, medians of amplitude differences, first derivatives and second derivatives are computed as the threshold values for peak detection, and are hereafter called AF (amplitude filter), FF (first-order derivative filter) and SF (second-order derivative filter), respectively. When a computed median is near zero, 0.0001 is used.
The left edge of the peaks is recognized when the amplitude and the first-order derivative both exceed AF and FF in two adjacent points. In order to locate the edge more accurately, the local minimum of the adjacent 5-point window is explored by back-tracing from the detected start position. The peak top is recognized when the sign of the first-order derivative changes and the second-order derivative is less than SF. The right edge is recognized by the same criteria as the left.
Peak spotting. The term 'peak spotting' is derived from the visualization method in the MS-DIAL software and refers to peak detection based on retention time and MS1 data axes. The base peak chromatogram is formed for each mass slice of 0.1 m/z with a step size of 0.05 m/z (default), allowing all data points to belong to two adjacent slices ( Supplementary  Fig. 8a) . Each data point of the base peak chromatogram has its scan number, retention time, base peak m/z, and base peak intensity. The peak detection algorithm as described above is applied to the base peak chromatogram and detected peak tops are shown as 'spots' . Two spots of the same retention time and close m/z value in adjacent bins are merged by comparing their peak heights (Supplementary Fig. 8b) . Although useful algorithms for automated noise and background reduction have been known 23 , we chose to exclude unwanted peaks simply by means of a user-defined exclusion mass list.
Centroiding spectra. When the profile mode data is analyzed in the MS-DIAL program, the spectral centroiding is performed (Supplementary Note equation (4) ): after the same peak detection algorithm described above is performed, the ions in the user-defined region between the peak's left and right edges are accumulated. MS 2 Dec deconvolution. The MS 2 Dec procedure is applied to all spots that are detected in the peak spotting method. It consists of (1) centroiding of MS/MS peaks that are consistent to each spot, (2) extraction of the MS/MS chromatogram for each centroided spot, (3) smoothing and baseline correction, (4) model peak extraction and (5) model peak fitting for each MS/MS chromatogram by means of the least-squares method.
In contrast to the GC-MS approach 6 , we process highresolution mass (instead of nominal mass) for the deconvolution. Specifically, we extract MS/MS chromatograms of the centroid MS/MS spectrum corresponding to the precursor ion detected in the spotting process, i.e., the precursor ion of the DIA MS/MS spectrum. For each spot, all MS/MS chromatograms within the following retention time (RT) range are extracted:
RT range (peak top retention time 1.5 peak width, peak top retenti ∈ − × o on time + 1.5 peak width) ×
The peak width is the region between peak left and right edges of the focused peak spot. After smoothing, each MS/MS chromatogram is subjected to the following baseline correction (Supplementary Fig. 9 ).
Step 1. Each chromatogram is separated into a user-defined 'segment' value. Step 2. Local minimum within a user-defined 'band width' value is extracted and stored. Step 3. The median value of minimal points is computed for each segment, and points more than the median are discarded.
Step 4. Baseline is determined by connecting the remaining minimal points.
Then, the peak detection algorithm is applied to each baselinecorrected MS/MS chromatogram. For each detected peak, two scores, the 'ideal slope' (Supplementary Note equations (5)- (7)) and 'sharpness' values (Supplementary Note equations (8)-(10)), are calculated. For these values please refer to the previous work 24 . Examples of our least-squares method are shown in Supplementary Data 4. In our software program, an ideal slope score of >0.95 is necessary to be considered a 'model peak' . For model peak candidates, their sharpness scores and the scan number are stored, and the second Gaussian derivative filter (Supplementary Note equation (11)) is fit to their array of sharpness values. Each local maximum of the Gaussian filter represents a model peak candidate. The data point region selected for each model peak candidate is described using a model peak chromatogram M(n) which has the baseline corrected chromatogram information from peak left to peak right edge. The least-squares method for the deconvolution is performed as follows:
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The original chromatogram C(n) is decomposed into three base vectors M 1 (n), M 2 (n) and M 3 (n). One vector, M 2 (n), corresponds to the model peak from the focused peak spot sided by two adjacent peaks on both sides, M 1 (n) and M 3 (n). Note that the purpose of deconvolution is to determine M k (n) (k = 1, 2, 3) and coefficients a, b, c, d and e. So far, M k (n) is determined (eq. 1) (eq. 1) npg as described above. Here, the coefficients are calculated as b = X −1 Y as shown below:
If the siding model peak M 1 (n) or M 3 (n) is not found within the extracted retention time region, equations (3), (4) and (5) will be changed to the corresponding matrix: X(3 × 3), b(3 × 1) and Y(3 × 1) are used when both M 1 (n) and M 3 (n) are not found, and X(4 × 4), b(4 × 1) and Y(4 × 1) are used when either M 1 (n) or M 3 (n) is not found. In the special case when M 2 (n) is not found (this case would be possible when all MS/MS chromatograms are impure), an ad hoc model peak is inserted (instead of a null value) as follows. When the peak spotting algorithm is performed in RT vs. MS1 axis, model peaks of ideal slope value 1 are stored as peak candidates. Then, one model peak which has the median sharpness value within the candidates is used as the ad hoc model peak. Although inserting a null value is another option, we hypothesize that a compound was missed in the detected spot in RT vs. MS1. 
The background hypothesis of the equations for accurate mass and retention time similarities is that the differences between experimental and theoretical values follow the Gaussian distribution. The standard deviation δ (user-defined) is also used as the search tolerance. If retention time information is not included in the MSP file of metabolites, the similarity value of retention time is not calculated.
Isotope ratio. If metabolite information in the MSP file includes the molecular formula, the theoretical isotopic distribution is (eq. 2) (eq. 2) (eq. 3) (eq. 3) calculated from [M+0] to [M+5] by means of binomial and McLaurin expansion. An example for C 2 H 6 O is as follows: 
,
The I M and I M+i show the intensity of the molecular ion and the isotope peak, respectively. Spectral similarity. For the MS/MS spectral similarity, the MS-DIAL program utilizes the combined values of dot-product, reverse dot-product and the matched fragments ratio with the reference product ions. The weighting among the dot-product, reverse dot-product and the matched fragments ratio is 1:1:1 in the current MS-DIAL software setting. The amplitude of mass spectrum is normalized so that the highest amplitude of the product value becomes 1. The abundance A of each m/z is the integrated value within the user-defined MS 2 tolerance. The dot product calculation in the MS-DIAL program are performed as follows: ΣA is the sum of relative abundances. The reverse dot product is also calculated in the same way (Supplementary Note equation (12)).
(eq. 4) (eq. 4) (eq. 5) (eq. 5) (eq. 6) (eq. 6)
Fitting each sample peak table to the reference peak table. Each peak in the sample data is associated with the reference peak list using the following criterion: 
d
The coefficient is user-defined RT factor (a) and MS1 accurate mass factor (b), respectively. δ RT and δ Mass are the same as the above criteria to construct the reference peak table. Finally, aligned peak table including alignment ID, average RT, average m/z and intensities of all samples is generated.
Filtering aligned peaks. MS-DIAL provides the simple filter in order to exclude unwanted alignment ID ( Supplementary  Fig. 10c ). Three-step filtering is applied for each alignment ID.
Step 1. If all peak intensities of samples in a row are missing or undetected, the alignment information is removed. Step 2. If the percentage of filled peaks in an alignment ID is less than the user-defined peak count filter (default 0%), the information is removed. Step 3. This is optional, but if all quality control (QC) samples are not filled in an alignment ID, the information is removed.
Interpolating missing values. In each alignment ID, the intensity information of all samples is not always filled. As shown in Supplementary Figure 10d , such missing values after the above process are interpolated in MS-DIAL as follows:
Step 1. The average retention time and average m/z of 'filled' peaks are calculated. Step 2. A local maximum from the following range is stored for the missing value. 16 . Moreover, the adduct ions and the MS/MS spectral information of formic acid were added to phosphatidylcholine (PC), lysoPC, MGDG and DGDG for the lipid identification in (eq. 9) (eq. 9) (eq. 10) (eq. 10)
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The coefficient w is the weight value in order to reduce the effect of high abundance intensities. In the dot-product calculation, the half abundance of the measured spectrum is used if the corresponding mass peak does not exist in a library spectrum. Unwanted peaks derived from isotopic ions or background noise may decrease the dot-product score. In the reverse dot-product, the spectrum in the reference library is used to calculate the score. The ion abundance of the reference spectrum is halved when the pairing mass peak does not exist in the query spectrum. Total similarity. The four scores are used for compound identification.
If retention time information is not available for compound identification, the total score is calculated as Supplementary Note equation (13) . If the formula information is not available, the total score is calculated as Supplementary Note equation (14) . If both retention time and formula information are not available, the total score is calculated as Supplementary Note equation (15) . The compound with highest total score (above the user-defined threshold) is assigned to each focused peak. When the MS/MS spectrum is not obtained for data-dependent MS/MS acquisition, the MS/MS similarity is recognized as zero and the denominator described above is decremented by 1.
Peak alignment, filtering and missing value interpolation.
The algorithm of peak alignment in MS-DIAL is based on the idea of Joint Aligner implemented in MZmine 25 . It consists of four major steps: (1) making a reference table, (2) fitting each sample peak table to the reference peak table, (3) filtering aligned peaks and (4) interpolating missing values. The summary of MS-DIAL peak alignment algorithm is described in Supplementary Figure 10 .
Making a reference peak table. As shown in Supplementary  Figure 10a , the reference peak table consisting of retention time (RT) and m/z is created as follows:
Step 1. A user-defined 'reference file' which is one of the aligned samples is used as the basis of the reference peak table.
Step 2. Information of each sample peak table is inserted to the reference peak table (Supplementary Fig. 10b ).
The condition is as follows: . After 2 min centrifugation at 14,000 rcf, 300 µL of the supernatant was transferred to a new 1.5 mL Eppendorf tube and evaporated to dryness in a Labconco Centrivap cold trap concentrator. The dried sample was resuspended with 60 µL (80% acetonitrile in water) including 0.038 µg/mL choline-D 9 , 0.050 µg/mL TMAO-D 9 , 0.020 µg/mL betaine-D 9 , 10.0 µg/mL glutamine-D 5 , and 1.48 µg/mL arginine-15 N 2 and centrifuged for 5 min at 16,000 rcf. The 50 µL aliquot was transferred to a glass amber vial (National Scientific) with a micro-insert (Supelco). For lipid profiling, all samples for the metabolite extraction were kept on ice and performed as described previously 33 Analytical conditions. The liquid chromatography system consisted of an Agilent 1290 system (Agilent Technologies Inc.) with a pump (G4220A), a column oven (G1316C) and an autosampler (G4226A). For hydrophilic metabolite analysis, mobile phase A was 10 mM ammonium formate with 0.125% formic acid in water; mobile phase B was 95:5 acetonitrile:water (v/v) with 10 mM ammonium formate and 0.125% formic acid. An Acquity UPLC BEH Amide column (150 × 2.1 mm; 1.7 µm) coupled to a VanGuard BEH Amide pre-column (5 × 2.1 mm; 1.7 µm) (Waters; Milford, MA, USA) was used. The gradient was 0 min, 100% B; 2 min, 100% B; 7.7 min, 70% B; 9.5 min, 40% B; 10.3 min, 30% B; 12.8 min, 100% B; 16.8 min, 100% B. The column flow rate was 0.4 mL/min, autosampler temperature was 4 °C, injection volume was 2 µL and column temperature was 45 °C. For lipid analysis, mobile phase A was 60:40 acetonitrile:water (v/v) with 10 mM ammonium formate and 0.1% formic acid; mobile phase B was 90:10 isopropanol:acetonitrile (v/v) with 10 mM ammonium formate and 0.1% formic acid.
The lipidomic LC method used an Acquity UPLC chargedsurface hybrid (CSH) C18 column (100 × 2.1 mm; 1.7 µm) coupled to an Acquity CSH C18 VanGuard pre-column (5 × 2.1 mm; 1.7 µm) (Waters; Milford, MA, USA). The gradient was 0 min, 15% B; 2 min, 30% B; 2.5 min, 48% B; 11 min, 82% B,
